MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES RECENED
STATE PUBLIC HEALTH LABGRATORY By Carof Day at 8:28 am, Aug 07, 20
BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT - ' REPORT 46

Complete this repori at the time of he ragular monlhly preventive maintenance chack (nol to exceed 35 days).
Complale this report whenaver the instrument is serviced or repalred and whenaver if is placed into sarvice.
Retain the osiginal and send a copy within 15 days to the Braath Alcohel Program, DHSS.

OATAMASTEN BN HAME OF AGENCY DATE OF INSPECTHON
204114 GHQ Radio Shop 08/05/2014
[V GeATION OF INSTRUMENT {STREET AND CITY) THAE OF INSPECTION
2920 North Shamrock Road, Jefferson City 14:53

CHECKLIST: Place a mark in the hox by each ilam if found 1o be sallslactory or if operating within eslablished Himits. {Write in observed values
whera determined,) Unmarked items muslt be corrected bafore using instrument.

Wl DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME .(fmm printout) ___ 08/05/2014. @ 14:63
[v] COMPUTER ] DETECTOR
PROGRAM v FILTERS
HEATERS SAMPLE CHAMBER HFC ‘ g; QUARTZ STANDAéd
FLOW DETEGTOR CALIBRATION
PUMP HIGH SPEED b PRINTER

INDICATOR LIGHTS

SIMULATOR SCLUTION SUPPLIER _ Guih Laboratories i LOoT# __ 13280 EXP. DATE _10/16/2015

SIMULATOR TEMP (34°C 1 0.2°C) +33.99°C SIMULATOR SN MP2053 gxp pate  05/13/2015

CALIBRATION CHECK ~ (ONLY ONE STANDARD IS TO BE U.S'ED PER MAINTENANCE REPORT)

Run three tesls using a standard solution. All three fests must be wilhin 35% of the slandard value and must have a spread of .005 or
tess. Mark the box coresponding to thé siandard salition belng usad. (PRINTOUT ATTACHED)

] 0.100% STANDARD - MUST READ BETWEEN 0,005% AND 0.105% INCLUSIVE
(] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INGLUSIVE
[[10.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST | & 102 TEST2 » 102 TEST3 = 102

W] PERFORM R.F.|. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{00 NOT INCLUDE SELF-ADMINISTERED TESTS) :

REFUSALS O [({0-.04) 0 {.05-.00) 0 {10-,14) 0 {{16-.19) 0 |OVER.19 0

—LiST ANY HEVY PARTS AND DESCRIAE ANY ALTERATION OR HORIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT T0 OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMTS
(USE OTHER SiDE IF NECESSAAY). '

INSPECTING OFFICER

SIGNATURE

PRINT FULL NAME

N VA .y, M Dewayne D, Carver
FYIF I PERRT NSMHEMATK;N TE ! TELEPHONE KUMBER
2 1 05/28/2015 (573} 751-4722 -
RETURN COMPLETED REPORT TO THE: - Breath Alcohol Program, MO Departmenl af Heallh and Senior Services, Southaas! Distiiel Office:

2875 James Blvd,
-Poplar Bluff, MO 83901

EiLY w10 14041 £2 BB - AR EQUAL OPPORTUNIEY/AT FIMAHVE AC BON EMPLOYER Bath 514
Sen kel providod 00 8 rorrlsainalidy bas s




> GUTH LABORATORIES, INC.

530 NORTH 87th STREET @ HARRIBBURG, PA 17111- 4511 ¢ TELEPHONE: 747-564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

VRandom Samples of Lot Number 13280 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography on October 18, 2013, using a Perkin Elmer Gas
'Chi-omatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1217% (w/vol) ethyl alcohol. The expiration date for this lot
number is October 16,2015 at 11:59 PM.,

When used in a calibrated Simulator, operating at .
34°C +/- ,2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

. Ted L. Pauley, Preside
GUTH LABORATORIES, INC.

NIST Traceability:

-Testing was conducted using Cerllitant Reference Standard lot number FNIZ.?.‘ZII 02 whose
values are traceable 1o NIST, ‘
- All balances are calibrated annually by an outside agency using NIST traceable we:gh!s
‘Calibration verification is done prior to each use utilizing NIST traceable weights.
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FACE THiS SIDE DOWN - THIS EDGE IN FIRST FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC.: DataMaster - BAC DataMaster
~EWd9ﬂCan9ket P Evidence Ticket -

MISSOURT STATE HIGHWAY PRTROL
BAC DATAMASTER SERIAL HUMBER 204114
50514

; STRTE HIGHWAY PATRAL
BAC TATAMASTER. RERTAL NUMEER =ad1id

.._;
F.-'J

7"—'

=L

[}
[
oL
i .
o

i

A

L1}

: - : ARFEST TINE: oo
DHEVEEzBEw_ . SR T NAMES
OFFICER I OG54 0 . :

ot

FERMIT HUMBER: 2aniaf . DBz @)-81-61 SEX: M
EXFIRATION DRTE: BS-28 15 STATE-DL L.t HieW :
PIIECELLRMHEDUE TARTA: ‘ ARREETING OFF [CER:
186 YAROR ACCURACY -CHECK ‘ 5 K
BUTH LABS LOT-13330 ExF taclfe2als - UFE ICER I..H.: b
' L . , - ' TESTING OFFICER:
- FUPERVIZOR MODE ——- I::Ff_f:.:*.,JEE:xIIEl;_IHafr~{E,:jI;

OFFICER 1.0, 41

ELAME TEST B . I 14155 PERMIT HHHIEF= ez b g

IMTERHAL . STAMDART YERIFIED  14:5g EXFIRATION DATE: 85-88-15

EXTERMAL STEMDRRT Lo 14154 MISCELLAMEDUS DATA:

BELAMYK TEST . BEE tdrE7 RFI TEST

EXTERMAL STAMDART , 1@ 14157

ELAMK TEST . 380 14155 ~—= BREATH AMALYSIS ~—-

EXTERMAL :T'HEHED . 1ag 14358 :

BLAME TEET . . BEG 14:54 _ BLAHE TERT S iB: o0
_— . _ . --TIHIEEHHL STAMDERT YERIFIED  15:@3

o= o3 . SUBJECT SAMPLE . G 1501

= .1 _ : ) RATIC IMTERFEREHCE

DM BAY A48 LIAMCDE O AU samnd
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